Second-degree burns caused by exposure to sunbed with displaced filter in the facial tanner: a report of two cases.
Sunbed exposure frequently leads to erythema of the skin but second-degree burns are unusual. We report two patients who experienced second-degree burns due to partial displacement of the filter in the facial tanner of a sunbed. This is a severe fault and calls for increased safety regulations.